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GLASS FIBER FILTERS FOR USE IN CONDUCTING THE TOXICITY 
CHARACTERISTIC LEACHING PROCEDURE (TCLP) 
           
SEP 1986 
 
Ms. Jacqueline Daitch 
Marketing Manager 
Millipore Corporation 
80 Ashby Road 
Bedford, MA  01730 
 
Dear Jacquie: 
 
As per our phone conversation of September 4, 1986 con- 
cerning your glass fiber filters, both David and Todd will 
not reconsider the ERCO study results.  They still feel 
that your filters do not have the durability required for 
the rigors of the TCLP.  These filters have a tendency to 
become frayed around the edges while undergoing the pressures 
of the test.  This could contribute to irreproducibility and 
may cause confusion amoung analysts. 
 
We therefore cannot add your filters to the list of the 
ones deemed suitable for TCLP purposes.  If you have any 
questions about this decision, please call me (202) 475-6722. 
 
Sincerely yours, 
 
 
Gail Ann Hansen 
Environmental Health Scientist 
   Methods Section (WH-562B) 
 
 
cc:  Peter Guerrero 
     David Friedman 
     Todd Kimmell 


