
CLIENT SAMPLE ID LAB SAMPLE ID ANALYTICAL METHOD CODE PREP METHOD CODE DATE SAMPLED DATE ANALYZED MATRIX CAS NUMBER PARAMETER NAME RESULT QUALIFIER UNITS DETECTION LIMIT REPORTING LIMIT DILUTION FACTOR LAB NAME
HCC002WBBLK HCC002WB E218.6 NONE 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM ND U UG/L 0.1 0.2 1 EMXT
HCC002WLLCS HCC002WL E218.6 NONE 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 103 PERCENT 1 EMXT
HCC002WCLCSD HCC002WC E218.6 NONE 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 91 PERCENT 1 EMXT
OC2‐MW4A‐W‐0‐5 C027‐01 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 23.1 UG/L 1 2 10 EMXT
OC2‐MW4A‐W‐1‐6 C027‐02 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 22.7 UG/L 1 2 10 EMXT
OC2‐MW4B‐W‐0‐7 C027‐03 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 17.2 UG/L 1 2 10 EMXT
OC2‐MW4C‐W‐0‐8 C027‐04 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 26.2 UG/L 1 2 10 EMXT
OC2‐MW5A‐W‐0‐9 C027‐05 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 10.1 UG/L 0.5 1 5 EMXT
OC2‐MW6A‐W‐0‐10 C027‐06 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 98.2 UG/L 5 10 50 EMXT
OC2‐MW6A‐W‐1‐11 C027‐07 E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 76.6 UG/L 5 10 50 EMXT
OC2‐MW6A‐W‐1‐11MS C027‐07M E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 81 PERCENT 50 EMXT
OC2‐MW6A‐W‐1‐11DUP C027‐07D E218.6 NONE 3/3/2004 3/3/2004 WA 18540‐29‐9 HEXAVALENT CHROMIUM 75.1 UG/L 5 10 50 EMXT


