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   Calibration Outliers  
 Lab ID: SHEALY Protocol: VOA Instrument: MSD8  
 Case No.: 32989 GC Column: DB-624  
 SDG No.: Y1C24 File Name: Y1C24 
 
 Outliers  
 Analysis RRF RRF RRF RRF RRF  %RSD  
 Analysis Type Lab File ID Date / Time Compound 0.5 001 005 010 025  or %D 
 
 Initial Calibration ICL06241 06/24/2004 14:21          
     Methyl Acetate       31.8  
 Dual Calibration  06/24/2004 15:05          
 Continuing Calibration CCV06282 06/28/2004 07:08          
      Associated Samples:         
 VBLKB8 BLK06283 06/28/2004 12:26  
 Y1C24 F2302801 06/28/2004 16:50          
 Y1C32 F2400607 06/28/2004 17:56          
 Continuing Calibration CCV06292 06/29/2004 08:02          
      Associated Samples:         
 VBLK29 BLK06292 06/29/2004 09:20  
 Y1C31 F2400606 06/29/2004 10:14          
 Y1C29 F2400604 06/29/2004 10:36          
 Y1C35 F2500702 06/29/2004 10:58          
 Y1C36 F2500703 06/29/2004 12:04          
 Y1C34 F2500701 06/29/2004 13:33          
 Y1C25DL F2302802D 06/29/2004 15:25          
 Y1C26DL F2400601D 06/29/2004 18:10          
 Y1C27DL F2400602D 06/29/2004 18:33          
 Y1C30DL F2400605D 06/29/2004 18:56          
 Y1C33DL F2400608D 06/29/2004 19:18          
 Y1C37DL F2500704D 06/29/2004 19:40          
 Continuing Calibration CCV07013 07/01/2004 08:34          
      Associated Samples:         
 VBLK01 BLK07013 07/01/2004 10:19 
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   Calibration Outliers  
 Lab ID: SHEALY Protocol: VOA Instrument: MSD8  
 Case No.: 32989 GC Column: DB-624  
 SDG No.: Y1C24 File Name: Y1C24 
 
 Outliers  
 Analysis RRF RRF RRF RRF RRF  %RSD  
 Analysis Type Lab File ID Date / Time Compound 0.5 001 005 010 025  or %D 
 
 Y1C33 F2400608R 07/01/2004 15:37          
 Y1C30 F2400605 07/01/2004 16:04          
 Continuing Calibration CCV07022 07/02/2004 07:11          
     1,2,4-Trichlorobenzene       -30.4  
      Associated Samples:         
 VBLK02 BLK07022 07/02/2004 07:53  
 Y1C28DL F2400603D 07/02/2004 11:31          
 Y1C25 F2302802 07/02/2004 12:15          
 Y1C27 F2400602 07/02/2004 14:29          
 Y1C26 F2400601 07/02/2004 14:52          
 Y1C37 F2500704 07/02/2004 17:26          
 Continuing Calibration CCV07032 07/03/2004 11:11          
     Bromomethane       37.2  
     Vinyl Chloride-d3       45.6  
      Associated Samples:         
 VBLK03 MB070301 07/03/2004 11:33  
 Y1C28 F2400603 07/03/2004 13:58          
 Continuing Calibration CCV0706B 07/06/2004 15:36          
      Associated Samples:         
 VBLKB6 MB0706B 07/06/2004 16:09  
 VHBLK50 F2302803R 07/06/2004 19:28         
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   Calibration Outliers  
 Lab ID: SHEALY Protocol: BNA Instrument: MSD4  
 Case No.: 32989 GC Column: DB-5MS  
 SDG No.: Y1C24 File Name: Y1C24 
 
 Outliers  
 Analysis RRF RRF RRF RRF RRF  %RSD  
 Analysis Type Lab File ID Date / Time Compound 005 010 020 050 080  or %D 
 
 Initial Calibration 0627B05 06/27/2004 13:55          
     Atrazine 0.045 0.044 0.043 0.037 0.036    
 Continuing Calibration 070803 07/08/2004 12:37          
     Benzaldehyde       322.6  
     N-Nitroso-di-n-propylamine       29.1  
     Atrazine  0.014     -65.9  
      Associated Samples:         
 SBLK71 070807 07/08/2004 14:43  
 Y1C27 070808 07/08/2004 15:14          
 Y1C28 070809 07/08/2004 15:46          
 Y1C30 070810 07/08/2004 16:17          
 Y1C31 070811 07/08/2004 16:49          
 Y1C32 070812 07/08/2004 17:20          
 Y1C33 070813 07/08/2004 17:52          
 Y1C34 070814 07/08/2004 18:24          
 Y1C35 070815 07/08/2004 18:55          
 Y1C36 070816 07/08/2004 19:26          
 Y1C37 070817 07/08/2004 19:58          
 Continuing Calibration 0709B03 07/09/2004 14:54          
     Benzaldehyde       315.5  
     N-Nitroso-di-n-propylamine       29.8  
     Nitrobenzene       31.6  
     Atrazine  0.028     -31.7  
      Associated Samples:         
 Y1C24 0709B11 07/09/2004 19:27  
 Y1C25 0709B12 07/09/2004 19:59         
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   Calibration Outliers  
 Lab ID: SHEALY Protocol: BNA Instrument: MSD4  
 Case No.: 32989 GC Column: DB-5MS  
 SDG No.: Y1C24 File Name: Y1C24 
 
 Outliers  
 Analysis RRF RRF RRF RRF RRF  %RSD  
 Analysis Type Lab File ID Date / Time Compound 005 010 020 050 080  or %D 
 
 Y1C26 0709B13 07/09/2004 20:30          
 Y1C37RE 0709B15 07/09/2004 21:33         
 
    


