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   Analytical Sequence  
 Lab ID: SHEALY Protocol: VOA Instrument: MSD8  
 Case No.: 32989 GC Column: DB-624  
 SDG No.: Y1C24 File Name: Y1C24  
      
 Sample Analysis Analysis Heated  
 Number Type Date Time Purge 
 
 BFB0624 IPC / Tune 06/24/2004 14:06 N  
 VSTD0.524 Initial Calibration 06/24/2004 14:21 N  
 VSTD00124 Initial_Calibration 06/24/2004 14:43 N  
 VSTD00524 Initial_Calibration 06/24/2004 15:05 N  
 VSTD01024 Initial_Calibration 06/24/2004 15:27 N  
 VSTD02524 Initial_Calibration 06/24/2004 15:50 N  
 BFB0628 IPC / Tune 06/28/2004 06:09 N  
 VSTD00528 Continuing Calibration 06/28/2004 07:08 N  
 VBLKB8 Method Blank 06/28/2004 12:26 N  
 Y1C24 Routine Sample 06/28/2004 16:50 N  
 Y1C32 Routine Sample 06/28/2004 17:56 N  
 BFB0629 IPC / Tune 06/29/2004 07:52 N  
 VSTD00529 Continuing Calibration 06/29/2004 08:02 N  
 VBLK29 Method Blank 06/29/2004 09:20 N  
 Y1C31 Routine Sample 06/29/2004 10:14 N  
 Y1C29 Routine Sample 06/29/2004 10:36 N  
 Y1C35 Routine Sample 06/29/2004 10:58 N  
 Y1C36 Routine Sample 06/29/2004 12:04 N  
 Y1C34 Routine Sample 06/29/2004 13:33 N  
 Y1C25DL Routine Sample 06/29/2004 15:25 N  
 Y1C26DL Routine Sample 06/29/2004 18:10 N  
 Y1C27DL Routine Sample 06/29/2004 18:33 N  
 Y1C30DL Routine Sample 06/29/2004 18:56 N  
 Y1C33DL Routine Sample 06/29/2004 19:18 N  
 Y1C37DL Routine Sample 06/29/2004 19:40 N  
 BFB070 IPC / Tune 07/01/2004 06:50 N  
 VSTD00501 Continuing Calibration 07/01/2004 08:34 N  
 VBLK01 Method Blank 07/01/2004 10:19 N  
 Y1C33 Routine Sample 07/01/2004 15:37 N  
 Y1C30 Routine Sample 07/01/2004 16:04 N  
 BFB0702 IPC / Tune 07/02/2004 06:24 N  
 VSTD00502 Continuing Calibration 07/02/2004 07:11 N  
 VBLK02 Method Blank 07/02/2004 07:53 N  
 Y1C28DL Routine Sample 07/02/2004 11:31 N  
 Y1C25 Routine Sample 07/02/2004 12:15 N  
 Y1C27 Routine Sample 07/02/2004 14:29 N  
 Y1C26 Routine Sample 07/02/2004 14:52 N  
 Y1C37 Routine Sample 07/02/2004 17:26 N  
 BFB0703 IPC / Tune 07/03/2004 10:33 N  
 VSTD00503 Continuing Calibration 07/03/2004 11:11 N  
 VBLK03 Method Blank 07/03/2004 11:33 N  
 Y1C28 Routine Sample 07/03/2004 13:58 N  
 BFB0706A IPC / Tune 07/06/2004 14:49 N  
 VSTD005B6 Continuing Calibration 07/06/2004 15:36 N  
 VBLKB6 Method Blank 07/06/2004 16:09 N  
 VHBLK50 Storage Blank 07/06/2004 19:28 N 
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   Analytical Sequence  
 Lab ID: SHEALY Protocol: BNA Instrument: MSD4  
 Case No.: 32989 GC Column: DB-5MS  
 SDG No.: Y1C24 File Name: Y1C24  
      
 Sample Analysis Analysis  
 Number Type Date Time 
 
 DFTPP IPC / Tune 06/27/2004 13:01  
 SSTD00527 Initial Calibration 06/27/2004 13:55  
 SSTD01027 Initial_Calibration 06/27/2004 14:26  
 SSTD02027 Initial_Calibration 06/27/2004 14:57  
 SSTD05027 Initial_Calibration 06/27/2004 15:28  
 SSTD08027 Initial_Calibration 06/27/2004 15:59  
 DFTPP08 IPC / Tune 07/08/2004 10:22  
 SSTD02008 Continuing Calibration 07/08/2004 12:37  
 SBLK71 Method Blank 07/08/2004 14:43  
 Y1C27 Routine Sample 07/08/2004 15:14  
 Y1C28 Routine Sample 07/08/2004 15:46  
 Y1C30 Routine Sample 07/08/2004 16:17  
 Y1C31 Routine Sample 07/08/2004 16:49  
 Y1C32 Routine Sample 07/08/2004 17:20  
 Y1C33 Routine Sample 07/08/2004 17:52  
 Y1C34 Routine Sample 07/08/2004 18:24  
 Y1C35 Routine Sample 07/08/2004 18:55  
 Y1C36 Routine Sample 07/08/2004 19:26  
 Y1C37 Routine Sample 07/08/2004 19:58  
 DFTPP09 IPC / Tune 07/09/2004 13:25  
 SSTD02009 Continuing Calibration 07/09/2004 14:54  
 Y1C24 Routine Sample 07/09/2004 19:27  
 Y1C25 Routine Sample 07/09/2004 19:59  
 Y1C26 Routine Sample 07/09/2004 20:30  
 Y1C37RE Routine Sample 07/09/2004 21:33 
 
     


