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 Calibration Outliers

Lab ID: ENVSYS Protocol: VOA Instrument: HP73F

Case No.: 32648 GC Column: RTX-624

SDG No.: Y19G8 File Name: Y19G8

Outliers

Analysis RRF RRF RRF RRF RRF %RSD

Analysis Type Lab File ID Date / Time Compound 0.5 001 005 010 025 or %D

Initial Calibration H73FQ692 01/14/2004 10:29

 1,1,2-Trichloro-1,2,2-trifluoroethane 30.7

 M ethylene Chloride 36.9

 trans-1,3-Dichloropropene-d4 0.037 0.029 0.041 0.041 0.044

Dual Calibration 01/14/2004 11:54

 trans-1,3-Dichloropropene-d4 0.041

Continuing Calibration H73FR891 03/04/2004 09:33

 Dichlorodifluoromethane -30.2

 Styrene 31.1

 Vinyl Chloride-d3 -31.7

 trans-1,3-Dichloropropene-d4 0.042

     Associated Samples:

VBLKFR H73FR893 03/04/2004 10:48

Y19G8 H73FR907 03/04/2004 19:04

Y19G9 H73FR908 03/04/2004 19:40

Y19H0 H73FR909 03/04/2004 20:15

Y19H1 H73FR910 03/04/2004 20:50

Continuing Calibration H73FR941 03/08/2004 09:21

 Vinyl Chloride-d3 -54.6

 1.1-Dichloroethene-d2 -42.9

 1,2-Dichloroethane-d4 -31.9

 Benzene-d6 -33.1

 trans-1,3-Dichloropropene-d4 0.034

     Associated Samples:

VBLKFV H73FR942 03/08/2004 09:57

Y19G8DL H73FR946 03/08/2004 12:21

Y19G9DL H73FR947 03/08/2004 12:56
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 Calibration Outliers

Lab ID: ENVSYS Protocol: VOA Instrument: HP73F

Case No.: 32648 GC Column: RTX-624

SDG No.: Y19G8 File Name: Y19G8

Outliers

Analysis RRF RRF RRF RRF RRF %RSD

Analysis Type Lab File ID Date / Time Compound 0.5 001 005 010 025 or %D

Y19H1DL H73FR948 03/08/2004 13:31

Y19H2 H73FR949 03/08/2004 14:07

Y19H3 H73FR950 03/08/2004 14:44

Y19H4 H73FR951 03/08/2004 15:19

Y19H5 H73FR952 03/08/2004 15:55

Y19H6 H73FR953 03/08/2004 16:31

Y19H7 H73FR954 03/08/2004 17:07

Y19H8 H73FR955 03/08/2004 17:42

Y19H9 H73FR956 03/08/2004 18:18

Y19J1 H73FR958 03/08/2004 19:29

Y19J2 H73FR959 03/08/2004 20:05

Continuing Calibration H73FR971 03/09/2004 09:43

 M ethyl Acetate -44.7

 M ethylene Chloride -37.0

 Vinyl Chloride-d3 -37.5

 1.1-Dichloroethene-d2 -31.3

 trans-1,3-Dichloropropene-d4 0.031

     Associated Samples:

VBLKFW H73FR972 03/09/2004 10:20

Y19J0 H73FR973 03/09/2004 10:57

Y19J3 H73FR974 03/09/2004 11:32

Y19H2DL H73FR975 03/09/2004 12:08

Y19H3DL H73FR976 03/09/2004 12:43

Y19H4DL H73FR977 03/09/2004 13:18

Y19H5DL H73FR978 03/09/2004 13:54
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 Calibration Outliers

Lab ID: ENVSYS Protocol: VOA Instrument: HP73F

Case No.: 32648 GC Column: RTX-624

SDG No.: Y19G8 File Name: Y19G8

Outliers

Analysis RRF RRF RRF RRF RRF %RSD

Analysis Type Lab File ID Date / Time Compound 0.5 001 005 010 025 or %D

Y19H6DL H73FR979 03/09/2004 14:29

Y19H7DL H73FR980 03/09/2004 15:04

Y19H8DL H73FR981 03/09/2004 15:40

Y19H9DL H73FR982 03/09/2004 16:15

Y19J1DL H73FR983 03/09/2004 16:51

Y19J2DL H73FR984 03/09/2004 17:26

Y19J4 H73FR985 03/09/2004 18:02

Y19J5 H73FR986 03/09/2004 18:37

Continuing Calibration H73FR991 03/10/2004 09:30

 M ethyl Acetate -37.7

 M ethylene Chloride -38.2

 Isopropylbenzene 30.5

 Vinyl Chloride-d3 -43.5

 1.1-Dichloroethene-d2 -34.9

 1,2-Dichloroethane-d4 -32.4

 trans-1,3-Dichloropropene-d4 0.027

 Bromoform-d -36.3

     Associated Samples:

VBLKFX H73FR992 03/10/2004 10:07

Y19J6 H73FR994 03/10/2004 11:19

Y19J7 H73FR995 03/10/2004 11:56

Y19J5DL H73FR996 03/10/2004 12:32

VHBLKF1 H73FR998 03/10/2004 13:46
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 Calibration Outliers

Lab ID: ENVSYS Protocol: BNA Instrument: HP73G

Case No.: 32648 GC Column: RTX-5M S

SDG No.: Y19G8 File Name: Y19G8

Outliers

Analysis RRF RRF RRF RRF RRF %RSD

Analysis Type Lab File ID Date / Time Compound 005 010 020 050 080 or % D

Initial Calibration H73GQ071 03/03/2004 09:47

 Di-n-octylphthalate 30.6

Dual Calibration 03/03/2004 12:43

Continuing Calibration H73GQ121 03/09/2004 10:44

 Caprolactam 52.1

 Di-n-octylphthalate 78.9

     Associated Samples:

SBLK13 H73GQ122 03/09/2004 11:35

Y19G8 H73GQ124 03/09/2004 13:08

Y19G9 H73GQ125 03/09/2004 13:52

Y19H0 H73GQ126 03/09/2004 14:37

Y19H1 H73GQ127 03/09/2004 15:21

Y19H2 H73GQ128 03/09/2004 16:05

Y19H3 H73GQ129 03/09/2004 16:49

Y19H4 H73GQ130 03/09/2004 17:33

Y19H5 H73GQ131 03/09/2004 18:17

Y19H6 H73GQ132 03/09/2004 19:00

Y19H7 H73GQ133 03/09/2004 19:45

Y19H8 H73GQ134 03/09/2004 20:30

Continuing Calibration H73GQ141 03/10/2004 11:09

 4-Nitroaniline 56.6

 bis(2-Ethylhexyl)phthalate 28.8

 Di-n-octylphthalate 84.2

     Associated Samples:

SBLK15 H73GQ142 03/10/2004 11:59

H73GQ144
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 Calibration Outliers

Lab ID: ENVSYS Protocol: BNA Instrument: HP73G

Case No.: 32648 GC Column: RTX-5M S

SDG No.: Y19G8 File Name: Y19G8

Outliers

Analysis RRF RRF RRF RRF RRF %RSD

Analysis Type Lab File ID Date / Time Compound 005 010 020 050 080 or % D

Y19H9 03/10/2004 13:28

Y19J0 H73GQ145 03/10/2004 14:12

Y19J1 H73GQ146 03/10/2004 14:56

Y19J2 H73GQ147 03/10/2004 15:40

Y19J3 H73GQ148 03/10/2004 16:25

Y19J4 H73GQ149 03/10/2004 17:09

Y19J5 H73GQ150 03/10/2004 17:53

Y19J6 H73GQ151 03/10/2004 18:37

Y19J7 H73GQ152 03/10/2004 19:22
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