
17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

LABORATORY REPORT

Prepared For: Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention: Penny Bassett Sampled: 

    Received: 

Issued: 

06/15/10

06/18/10

07/09/10 10:55

The results listed within this Laboratory Report pertain only to the samples tested in the laboratory.  The analyses contained in this report 

were performed in accordance with the applicable certifications as noted.  All soil samples are reported on a wet weight basis unless 

otherwise noted in the report.  This Laboratory Report is confidential and is intended for the sole use of TestAmerica and its client. This 

report shall not be reproduced, except in full, without written permission from TestAmerica.  The Chain of Custody, 1 page, is included and 

is an integral part of this report.  

This entire report was reviewed and approved for release.

Project: BP Yerington, NV, Transite Pipe 

Scale

BP Yerington, NV, 138553-002

NELAP #01108CA  Nevada #CA-72

CASE NARRATIVE

SAMPLE RECEIPT: Samples were received intact, at 2°C, on ice and with chain of custody documentation.

HOLDING TIMES: All samples were analyzed within prescribed holding times and/or in accordance with the TestAmerica 

Sample Acceptance Policy unless otherwise noted in the report.

PRESERVATION: Samples requiring preservation were verified prior to sample analysis.

QA/QC CRITERIA: All analyses met method criteria, except as noted in the report with data qualifiers.

EPA 200.7 Phophorus results may be biased high for samples ITF1745-03, -05, -07 and -08 due to high 

LCS recovery in QC batch 10F2644.  Due to limited sample volume the samples could not be re-prepared. 

Affected results are flagged with L1 qualifiers.

COMMENTS: Results that fall between the MDL and RL are 'J' flagged.

SUBCONTRACTED: No analyses were subcontracted to an outside laboratory.

MATRIXCLIENT IDLABORATORY ID

ITF1745-01 FB-01 Water

ITF1745-02 S-1 MWMP Water

ITF1745-03 S-6 MWMP Water

ITF1745-04 S-10b MWMP Water

ITF1745-05 S-12a MWMP Water

ITF1745-06 S-15 MWMP Water

ITF1745-07 S-24 MWMP Water

ITF1745-08 S-25 MWMP Water

Reviewed By:

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata
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17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-01 (FB-01 - Water)

Reporting Units:  mg/l

EPA 200.7-DissAluminum 10F2644 0.050 ND 06/21/10 06/28/1010.040

EPA 245.1-DissMercury 10F2652 0.00020 ND 06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 0.0580.11 J06/21/10 06/28/1010.028

EPA 200.7-DissBoron 10F2644 0.050 ND 06/21/10 06/28/1010.020

Calcium EPA 200.7-Diss 10F2644 0.0790.10 J06/21/10 06/28/1010.050

EPA 200.7-DissIron 10F2644 0.040 ND 06/21/10 06/28/1010.015

EPA 200.7-DissLithium 10F2644 0.050 ND 06/21/10 06/28/1010.030

EPA 200.7-DissMagnesium 10F2644 0.020 ND 06/21/10 06/28/1010.012

EPA 200.7-DissPhosphorus 10F2644 0.040 ND L06/21/10 06/28/1010.020

EPA 200.7-DissPotassium 10F2644 0.50 ND 06/21/10 06/28/1010.37

Sodium EPA 200.7-Diss 10F2644 0.600.50 06/21/10 06/28/1010.19

EPA 200.7-DissStrontium 10F2644 0.020 ND 06/21/10 06/28/1010.0050

EPA 200.7-DissTin 10F2644 0.10 ND L, M706/21/10 06/28/1010.012

EPA 200.7-DissTitanium 10F2644 0.0050 ND 06/21/10 06/28/1010.0020

Sample ID: ITF1745-02 (S-1 MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 0.0670.050 06/21/10 07/01/1010.040

Mercury EPA 245.1-Diss 10F2652 0.000190.00020 J06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 240.11 06/21/10 07/01/1010.028

Boron EPA 200.7-Diss 10F2644 0.700.050 06/21/10 07/01/1010.020

Calcium EPA 200.7-Diss 10F2644 1300.10 06/21/10 07/01/1010.050

Iron EPA 200.7-Diss 10F2644 0.0640.040 06/21/10 07/01/1010.015

EPA 200.7-DissLithium 10F2644 0.050 ND C06/21/10 07/01/1010.030

Magnesium EPA 200.7-Diss 10F2644 9.10.020 06/21/10 07/01/1010.012

Potassium EPA 200.7-Diss 10F2644 430.50 06/21/10 07/01/1010.37

Sodium EPA 200.7-Diss 10F2644 1500.50 06/21/10 07/01/1010.19

Strontium EPA 200.7-Diss 10F2644 0.750.020 06/21/10 07/01/1010.0050

EPA 200.7-DissTin 10F2644 0.10 ND L06/21/10 07/01/1010.012

EPA 200.7-DissTitanium 10F2644 0.0050 ND 06/21/10 07/01/1010.0020

Sample ID: ITF1745-02RE1 (S-1 MWMP - Water)

Reporting Units:  mg/l

Phosphorus EPA 200.7-Diss 10G0484 0.350.040 07/06/10 07/07/1010.020

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 2 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-03 (S-6 MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 9400.62 06/21/10 07/01/1012.50.50

Mercury EPA 245.1-Diss 10F2652 0.00260.00020 06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 10000.55 06/21/10 07/01/1050.14

Boron EPA 200.7-Diss 10F2644 4.40.62 06/21/10 07/01/1012.50.25

Calcium EPA 200.7-Diss 10F2644 3201.2 06/21/10 07/01/1012.50.62

Iron EPA 200.7-Diss 10F2644 350.50 06/21/10 07/01/1012.50.19

EPA 200.7-DissLithium 10F2644 1.2 ND RL106/21/10 07/01/10250.75

Magnesium EPA 200.7-Diss 10F2644 5000.25 06/21/10 07/01/1012.50.15

Phosphorus EPA 200.7-Diss 10F2644 180.50 L106/21/10 07/01/1012.50.25

Potassium EPA 200.7-Diss 10F2644 1306.2 06/21/10 07/01/1012.54.6

Sodium EPA 200.7-Diss 10F2644 2606.2 06/21/10 07/01/1012.52.4

Strontium EPA 200.7-Diss 10F2644 7.00.25 06/21/10 07/01/1012.50.062

EPA 200.7-DissTin 10F2644 2.5 ND RL1, L06/21/10 07/03/10250.30

Titanium EPA 200.7-Diss 10F2644 2.00.062 06/21/10 07/01/1012.50.025

Sample ID: ITF1745-04 (S-10b MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 28000250 06/21/10 07/01/105000200

Mercury EPA 245.1-Diss 10F2652 0.550.020 06/21/10 06/21/101000.010

Silica (as SiO2) EPA 200.7-Diss 10F2644 210550 RL1, J06/21/10 07/01/105000140

EPA 200.7-DissBoron 10F2644 250 ND RL106/21/10 07/01/105000100

Calcium EPA 200.7-Diss 10F2644 600500 06/21/10 07/01/105000250

Iron EPA 200.7-Diss 10F2644 11000200 06/21/10 07/01/10500075

EPA 200.7-DissLithium 10F2644 250 ND RL1, C06/21/10 07/01/105000150

Magnesium EPA 200.7-Diss 10F2644 23000100 06/21/10 07/01/10500060

EPA 200.7-DissPotassium 10F2644 2500 ND RL106/21/10 07/01/1050001800

Sodium EPA 200.7-Diss 10F2644 46002500 06/21/10 07/01/105000950

EPA 200.7-DissStrontium 10F2644 100 ND RL106/21/10 07/01/10500025

EPA 200.7-DissTin 10F2644 500 ND RL1, L06/21/10 07/01/10500060

Titanium EPA 200.7-Diss 10F2644 1325 RL1, J06/21/10 07/01/10500010

Sample ID: ITF1745-04RE1 (S-10b MWMP - Water)

Reporting Units:  mg/l

Phosphorus EPA 200.7-Diss 10G0484 110080 MHA07/06/10 07/07/10200040

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 3 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-05 (S-12a MWMP - Water)

Reporting Units:  mg/l

EPA 200.7-DissAluminum 10F2644 0.25 ND RL106/21/10 07/01/1050.20

Mercury EPA 245.1-Diss 10F2652 0.00870.00020 06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 290.55 06/21/10 07/01/1050.14

Boron EPA 200.7-Diss 10F2644 0.820.25 06/21/10 07/01/1050.10

Calcium EPA 200.7-Diss 10F2644 6200.50 06/21/10 07/01/1050.25

EPA 200.7-DissIron 10F2644 0.20 ND RL106/21/10 07/01/1050.075

EPA 200.7-DissLithium 10F2644 0.25 ND RL1, C06/21/10 07/01/1050.15

Magnesium EPA 200.7-Diss 10F2644 3800.10 06/21/10 07/01/1050.060

Phosphorus EPA 200.7-Diss 10F2644 1.30.20 L106/21/10 07/01/1050.10

Potassium EPA 200.7-Diss 10F2644 552.5 06/21/10 07/01/1051.8

Sodium EPA 200.7-Diss 10F2644 2502.5 06/21/10 07/01/1050.95

Strontium EPA 200.7-Diss 10F2644 3.30.10 06/21/10 07/01/1050.025

EPA 200.7-DissTin 10F2644 0.50 ND RL1, L06/21/10 07/01/1050.060

EPA 200.7-DissTitanium 10F2644 0.025 ND RL106/21/10 07/01/1050.010

Sample ID: ITF1745-06 (S-15 MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 61005.0 06/21/10 07/01/101004.0

Mercury EPA 245.1-Diss 10F2652 0.620.020 06/21/10 06/21/101000.010

Silica (as SiO2) EPA 200.7-Diss 10F2644 170011 06/21/10 07/01/101002.8

Boron EPA 200.7-Diss 10F2644 2.15.0 J, RL106/21/10 07/01/101002.0

Calcium EPA 200.7-Diss 10F2644 33010 06/21/10 07/01/101005.0

Iron EPA 200.7-Diss 10F2644 12004.0 06/21/10 07/01/101001.5

EPA 200.7-DissLithium 10F2644 5.0 ND C, RL106/21/10 07/01/101003.0

Magnesium EPA 200.7-Diss 10F2644 53002.0 06/21/10 07/01/101001.2

EPA 200.7-DissPotassium 10F2644 50 ND RL106/21/10 07/01/1010037

Sodium EPA 200.7-Diss 10F2644 49050 06/21/10 07/01/1010019

EPA 200.7-DissStrontium 10F2644 2.0 ND RL106/21/10 07/01/101000.50

Tin EPA 200.7-Diss 10G0484 0.461.0 RL1, J07/06/10 07/07/10100.12

Titanium EPA 200.7-Diss 10F2644 8.80.50 06/21/10 07/01/101000.20

Sample ID: ITF1745-06RE1 (S-15 MWMP - Water)

Reporting Units:  mg/l

Phosphorus EPA 200.7-Diss 10G0484 1902.0 07/06/10 07/07/10501.0

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 4 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-07 (S-24 MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 6901.0 06/21/10 07/01/10200.80

Mercury EPA 245.1-Diss 10F2652 0.000260.00020 06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 642.2 06/21/10 07/01/10200.56

Boron EPA 200.7-Diss 10F2644 5.51.0 06/21/10 07/01/10200.40

Calcium EPA 200.7-Diss 10F2644 4302.0 06/21/10 07/01/10201.0

Iron EPA 200.7-Diss 10F2644 5.40.80 06/21/10 07/01/10200.30

EPA 200.7-DissLithium 10F2644 1.0 ND RL1, C06/21/10 07/01/10200.60

Magnesium EPA 200.7-Diss 10F2644 21000.40 06/21/10 07/01/10200.24

Phosphorus EPA 200.7-Diss 10F2644 3.20.80 L106/21/10 07/01/10200.40

EPA 200.7-DissPotassium 10F2644 10 ND RL106/21/10 07/01/10207.4

Sodium EPA 200.7-Diss 10F2644 220010 06/21/10 07/01/10203.8

Strontium EPA 200.7-Diss 10F2644 0.670.40 06/21/10 07/01/10200.10

EPA 200.7-DissTin 10F2644 2.0 ND L, RL106/21/10 07/01/10200.24

EPA 200.7-DissTitanium 10F2644 0.10 ND RL106/21/10 07/01/10200.040

Sample ID: ITF1745-08 (S-25 MWMP - Water)

Reporting Units:  mg/l

Aluminum EPA 200.7-Diss 10F2644 0.210.25 J, RL106/21/10 07/02/1050.20

Mercury EPA 245.1-Diss 10F2652 0.00130.00020 06/21/10 06/21/1010.00010

Silica (as SiO2) EPA 200.7-Diss 10F2644 750.55 06/21/10 07/02/1050.14

Boron EPA 200.7-Diss 10F2644 0.660.25 06/21/10 07/02/1050.10

Calcium EPA 200.7-Diss 10F2644 4600.50 06/21/10 07/02/1050.25

EPA 200.7-DissIron 10F2644 0.20 ND RL106/21/10 07/02/1050.075

EPA 200.7-DissLithium 10F2644 0.25 ND RL106/21/10 07/02/1050.15

Magnesium EPA 200.7-Diss 10F2644 1300.10 06/21/10 07/02/1050.060

Phosphorus EPA 200.7-Diss 10F2644 0.230.20 L106/21/10 07/02/1050.10

Potassium EPA 200.7-Diss 10F2644 432.5 06/21/10 07/02/1051.8

Sodium EPA 200.7-Diss 10F2644 2502.5 06/21/10 07/02/1050.95

Strontium EPA 200.7-Diss 10F2644 2.70.10 06/21/10 07/02/1050.025

EPA 200.7-DissTin 10F2644 0.50 ND RL1, L06/21/10 07/02/1050.060

EPA 200.7-DissTitanium 10F2644 0.025 ND RL106/21/10 07/02/1050.010

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 5 of 22>
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Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-01 (FB-01 - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 0.281.0 J06/21/10 06/24/1010.20

EPA 200.8-DissAntimony 10F2622 2.0 ND 06/21/10 06/24/1010.30

EPA 200.8-DissArsenic 10F2622 1.0 ND 06/21/10 06/26/1010.90

Barium EPA 200.8-Diss 10F2622 1.71.0 06/21/10 06/24/1010.30

EPA 200.8-DissBeryllium 10F2622 0.50 ND 06/21/10 06/24/1010.10

EPA 200.8-DissCadmium 10F2622 1.0 ND 06/21/10 06/24/1010.10

EPA 200.8-DissChromium 10F2622 2.0 ND 06/21/10 06/26/1010.90

EPA 200.8-DissCobalt 10F2622 1.0 ND 06/21/10 06/24/1010.10

Copper EPA 200.8-Diss 10F2622 1.42.0 J06/21/10 06/24/1010.50

Lead EPA 200.8-Diss 10F2622 0.251.0 J06/21/10 06/24/1010.20

EPA 200.8-DissManganese 10F2622 1.0 ND 06/21/10 06/24/1010.70

Molybdenum EPA 200.8-Diss 10F2622 1.02.0 J06/21/10 06/24/1010.20

EPA 200.8-DissNickel 10F2622 2.0 ND 06/21/10 06/24/1010.50

Selenium EPA 200.8-Diss 10F2622 0.522.0 J06/21/10 06/24/1010.50

EPA 200.8-DissSilver 10F2622 1.0 ND 06/21/10 06/24/1010.10

EPA 200.8-DissThallium 10F2622 1.0 ND 06/21/10 06/24/1010.20

EPA 200.8-DissVanadium 10F2622 2.0 ND 06/21/10 06/24/1010.80

Zinc EPA 200.8-Diss 10F2622 1120 J06/21/10 06/24/1012.5

Sample ID: ITF1745-02 (S-1 MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 421.0 06/21/10 06/24/1010.20

EPA 200.8-DissSilver 10F2622 1.0 ND 06/21/10 06/24/1010.10

Sample ID: ITF1745-02RE1 (S-1 MWMP - Water)

Reporting Units:  ug/l

Antimony EPA 200.8-Diss 10F3656 1420 J, RL106/29/10 06/29/10103.0

EPA 200.8-DissArsenic 10F3656 10 ND RL106/29/10 06/29/10109.0

Barium EPA 200.8-Diss 10F3656 34010 MHA06/29/10 06/29/10103.0

EPA 200.8-DissBeryllium 10F3656 5.0 ND RL106/29/10 06/30/10101.0

EPA 200.8-DissCadmium 10F3656 10 ND RL106/29/10 06/29/10101.0

Chromium EPA 200.8-Diss 10F3656 1420 RL1, J06/29/10 06/29/10109.0

Cobalt EPA 200.8-Diss 10F3656 2.310 RL1, J06/29/10 06/29/10101.0

Copper EPA 200.8-Diss 10F3656 130020 MHA06/29/10 06/29/10105.0

EPA 200.8-DissLead 10F3656 10 ND RL106/29/10 06/29/10102.0

Manganese EPA 200.8-Diss 10F3656 40010 MHA06/29/10 06/29/10107.0

Molybdenum EPA 200.8-Diss 10F3656 15020 M206/29/10 06/29/10102.0

Nickel EPA 200.8-Diss 10F3656 9.720 RL1, J06/29/10 06/29/10105.0

Selenium EPA 200.8-Diss 10F3656 7420 06/29/10 06/29/10105.0

EPA 200.8-DissThallium 10F3656 10 ND RL106/29/10 06/29/10102.0

EPA 200.8-DissVanadium 10F3656 20 ND RL106/29/10 06/29/10108.0

Zinc EPA 200.8-Diss 10F3656 59200 RL1, M2, J06/29/10 06/29/101025

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 6 of 22>
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06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002
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Reporting
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Sample ID: ITF1745-03 (S-6 MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 15000010 06/21/10 06/24/10102.0

Antimony EPA 200.8-Diss 10F2622 8920 06/21/10 06/24/10103.0

Arsenic EPA 200.8-Diss 10F2622 1610 06/21/10 06/28/10109.0

Barium EPA 200.8-Diss 10F2622 110010 06/21/10 06/24/10103.0

Beryllium EPA 200.8-Diss 10F2622 465.0 06/21/10 06/24/10101.0

Cadmium EPA 200.8-Diss 10F2622 2110 06/21/10 06/24/10101.0

Chromium EPA 200.8-Diss 10F2622 55020 06/21/10 06/28/10109.0

Cobalt EPA 200.8-Diss 10F2622 180010 06/21/10 06/24/10101.0

Copper EPA 200.8-Diss 10F2622 130000200 06/21/10 06/24/1010050

Lead EPA 200.8-Diss 10F2622 4010 06/21/10 06/24/10102.0

Manganese EPA 200.8-Diss 10F2622 3000010 B-106/21/10 06/24/10107.0

Molybdenum EPA 200.8-Diss 10F2622 9420 06/21/10 06/24/10102.0

Nickel EPA 200.8-Diss 10F2622 130020 06/21/10 06/24/10105.0

Selenium EPA 200.8-Diss 10F2622 98020 06/21/10 06/24/10105.0

EPA 200.8-DissSilver 10F2622 10 ND RL106/21/10 06/24/10101.0

EPA 200.8-DissThallium 10F2622 10 ND RL106/21/10 06/24/10102.0

Vanadium EPA 200.8-Diss 10F2622 110020 06/21/10 06/24/10108.0

Zinc EPA 200.8-Diss 10F2622 9300200 06/21/10 06/28/101025

Sample ID: ITF1745-04 (S-10b MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 38000100 06/21/10 06/24/1010020

EPA 200.8-DissAntimony 10F2622 200 ND RL106/21/10 06/24/1010030

Arsenic EPA 200.8-Diss 10F2622 3300100 06/21/10 06/28/1010090

EPA 200.8-DissBarium 10F2622 100 ND RL106/21/10 06/24/1010030

Beryllium EPA 200.8-Diss 10F2622 200050 06/21/10 06/24/1010010

Cadmium EPA 200.8-Diss 10F2622 380100 06/21/10 06/24/1010010

Chromium EPA 200.8-Diss 10F2622 12000200 06/21/10 06/28/1010090

Cobalt EPA 200.8-Diss 10F2622 57000100 06/21/10 06/24/1010010

Copper EPA 200.8-Diss 10F2622 2000000020000 06/21/10 06/24/10100005000

EPA 200.8-DissLead 10F2622 100 ND RL106/21/10 06/24/1010020

Manganese EPA 200.8-Diss 10F2622 61000010000 B-106/21/10 06/24/10100007000

Molybdenum EPA 200.8-Diss 10F2622 150200 RL1, J06/21/10 06/24/1010020

Nickel EPA 200.8-Diss 10F2622 32000200 06/21/10 06/24/1010050

Selenium EPA 200.8-Diss 10F2622 3800200 06/21/10 06/24/1010050

EPA 200.8-DissSilver 10F2622 100 ND RL106/21/10 06/24/1010010

EPA 200.8-DissThallium 10F2622 100 ND RL106/21/10 06/24/1010020

Vanadium EPA 200.8-Diss 10F2622 4900200 06/21/10 06/24/1010080

Zinc EPA 200.8-Diss 10F2622 730002000 06/21/10 06/28/10100250

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 7 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-05 (S-12a MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 925.0 06/21/10 06/24/1051.0

Antimony EPA 200.8-Diss 10F2622 4.010 J, RL106/21/10 06/24/1051.5

Arsenic EPA 200.8-Diss 10F2622 135.0 06/21/10 06/28/1054.5

Barium EPA 200.8-Diss 10F2622 2605.0 06/21/10 06/24/1051.5

EPA 200.8-DissBeryllium 10F2622 2.5 ND RL106/21/10 06/24/1050.50

Cadmium EPA 200.8-Diss 10F2622 2.15.0 RL1, J06/21/10 06/24/1050.50

EPA 200.8-DissChromium 10F2622 10 ND RL106/21/10 06/28/1054.5

Cobalt EPA 200.8-Diss 10F2622 895.0 06/21/10 06/24/1050.50

Copper EPA 200.8-Diss 10F2622 290010 06/21/10 06/24/1052.5

EPA 200.8-DissLead 10F2622 5.0 ND RL106/21/10 06/24/1051.0

Manganese EPA 200.8-Diss 10F2622 160005.0 B-106/21/10 06/24/1053.5

Molybdenum EPA 200.8-Diss 10F2622 3610 06/21/10 06/24/1051.0

Nickel EPA 200.8-Diss 10F2622 6010 06/21/10 06/24/1052.5

Selenium EPA 200.8-Diss 10F2622 13010 06/21/10 06/24/1052.5

EPA 200.8-DissSilver 10F2622 5.0 ND RL106/21/10 06/24/1050.50

EPA 200.8-DissThallium 10F2622 5.0 ND RL106/21/10 06/24/1051.0

Vanadium EPA 200.8-Diss 10F2622 4.310 RL1, J06/21/10 06/24/1054.0

Zinc EPA 200.8-Diss 10F2622 180100 06/21/10 06/28/10512

Sample ID: ITF1745-06 (S-15 MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 1000050 06/21/10 06/28/105010

Silver EPA 200.8-Diss 10F2622 5.050 RL1, J06/21/10 06/28/10505.0

Sample ID: ITF1745-06RE1 (S-15 MWMP - Water)

Reporting Units:  ug/l

Antimony EPA 200.8-Diss 10F3656 32100 J, RL106/29/10 06/29/105015

Arsenic EPA 200.8-Diss 10F3656 46050 06/29/10 06/29/105045

Barium EPA 200.8-Diss 10F3656 58050 06/29/10 06/29/105015

Beryllium EPA 200.8-Diss 10F3656 54025 06/29/10 06/30/10505.0

Cadmium EPA 200.8-Diss 10F3656 14050 06/29/10 06/29/10505.0

Chromium EPA 200.8-Diss 10F3656 5100100 06/29/10 06/29/105045

Cobalt EPA 200.8-Diss 10F3656 1300050 06/29/10 06/29/10505.0

Copper EPA 200.8-Diss 10F3656 4300001000 06/29/10 06/29/10500250

EPA 200.8-DissLead 10F3656 50 ND RL106/29/10 06/29/105010

Manganese EPA 200.8-Diss 10F3656 17000050 06/29/10 06/29/105035

Molybdenum EPA 200.8-Diss 10F3656 46100 RL1, J06/29/10 06/29/105010

Nickel EPA 200.8-Diss 10F3656 14000100 06/29/10 06/29/105025

Selenium EPA 200.8-Diss 10F3656 560100 06/29/10 06/29/105025

EPA 200.8-DissThallium 10F3656 50 ND RL106/29/10 06/29/105010

Vanadium EPA 200.8-Diss 10F3656 230100 06/29/10 06/29/105040

Zinc EPA 200.8-Diss 10F3656 320001000 06/29/10 06/29/1050120

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 8 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

DISSOLVED METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: ITF1745-07 (S-24 MWMP - Water)

Reporting Units:  ug/l

Uranium EPA 200.8-Diss 10F2622 3700100 06/21/10 06/28/1010020

EPA 200.8-DissSilver 10F2622 100 ND RL106/21/10 06/28/1010010

Sample ID: ITF1745-07RE1 (S-24 MWMP - Water)

Reporting Units:  ug/l

EPA 200.8-DissAntimony 10F3656 200 ND RL106/29/10 06/29/1010030

EPA 200.8-DissArsenic 10F3656 100 ND RL106/29/10 06/29/1010090

Barium EPA 200.8-Diss 10F3656 130100 06/29/10 06/29/1010030

Beryllium EPA 200.8-Diss 10F3656 10050 06/29/10 06/30/1010010

Cadmium EPA 200.8-Diss 10F3656 130100 06/29/10 06/29/1010010

Chromium EPA 200.8-Diss 10F3656 210200 06/29/10 06/29/1010090

Cobalt EPA 200.8-Diss 10F3656 7000100 06/29/10 06/29/1010010

Copper EPA 200.8-Diss 10F3656 300000200 06/29/10 06/29/1010050

EPA 200.8-DissLead 10F3656 100 ND RL106/29/10 06/29/1010020

Manganese EPA 200.8-Diss 10F3656 140000100 06/29/10 06/29/1010070

EPA 200.8-DissMolybdenum 10F3656 200 ND RL106/29/10 06/29/1010020

Nickel EPA 200.8-Diss 10F3656 6700200 06/29/10 06/29/1010050

Selenium EPA 200.8-Diss 10F3656 720200 06/29/10 06/29/1010050

Thallium EPA 200.8-Diss 10F3656 23100 RL1, J06/29/10 06/29/1010020

EPA 200.8-DissVanadium 10F3656 200 ND RL106/29/10 06/29/1010080

Zinc EPA 200.8-Diss 10F3656 220002000 06/29/10 06/29/10100250

Sample ID: ITF1745-08 (S-25 MWMP - Water)

Reporting Units:  ug/l

EPA 200.8-DissUranium 10F2622 20 ND RL106/21/10 06/24/10204.0

EPA 200.8-DissAntimony 10F2622 40 ND RL106/21/10 06/24/10206.0

EPA 200.8-DissArsenic 10F2622 20 ND RL106/21/10 06/28/102018

Barium EPA 200.8-Diss 10F2622 16020 06/21/10 06/24/10206.0

EPA 200.8-DissBeryllium 10F2622 10 ND RL106/21/10 06/24/10202.0

EPA 200.8-DissCadmium 10F2622 20 ND RL106/21/10 06/24/10202.0

EPA 200.8-DissChromium 10F2622 40 ND RL106/21/10 06/28/102018

Cobalt EPA 200.8-Diss 10F2622 30020 06/21/10 06/24/10202.0

Copper EPA 200.8-Diss 10F2622 5200040 06/21/10 06/24/102010

EPA 200.8-DissLead 10F2622 20 ND RL106/21/10 06/24/10204.0

Manganese EPA 200.8-Diss 10F2622 1300020 B-106/21/10 06/24/102014

EPA 200.8-DissMolybdenum 10F2622 40 ND RL106/21/10 06/24/10204.0

Nickel EPA 200.8-Diss 10F2622 15040 06/21/10 06/24/102010

Selenium EPA 200.8-Diss 10F2622 11040 06/21/10 06/24/102010

EPA 200.8-DissSilver 10F2622 20 ND RL106/21/10 06/24/10202.0

EPA 200.8-DissThallium 10F2622 20 ND RL106/21/10 06/24/10204.0

EPA 200.8-DissVanadium 10F2622 40 ND RL106/21/10 06/24/102016

Zinc EPA 200.8-Diss 10F2622 650400 06/21/10 06/28/102050

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 9 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2622  Extracted: 06/21/10 

Blank Analyzed: 06/24/2010-06/26/2010 (10F2622-BLK1) 

Uranium ug/l1.0ND 0.20

Antimony ug/l2.0ND 0.30

Arsenic ug/l1.0ND 0.90

Barium ug/l1.0ND 0.30

Beryllium ug/l0.50ND 0.10

Cadmium ug/l1.0ND 0.10

Chromium ug/l2.0ND 0.90

Cobalt ug/l1.0ND 0.10

Copper ug/l2.0ND 0.50

Lead ug/l1.0ND 0.20

Manganese ug/l1.01.08 B0.70

Molybdenum ug/l2.00.225 J0.20

Nickel ug/l2.0ND 0.50

Selenium ug/l2.0ND 0.50

Silver ug/l1.0ND 0.10

Thallium ug/l1.0ND 0.20

Vanadium ug/l2.0ND 0.80

Zinc ug/l203.09 J2.5

LCS Analyzed: 06/24/2010-06/26/2010 (10F2622-BS1) 

Uranium ug/l1.077.9 85-11580.00.20 97

Antimony ug/l2.082.6 85-11580.00.30 103

Arsenic ug/l1.079.3 85-11580.00.90 99

Barium ug/l1.080.2 85-11580.00.30 100

Beryllium ug/l0.5077.1 85-11580.00.10 96

Cadmium ug/l1.080.6 85-11580.00.10 101

Chromium ug/l2.081.9 85-11580.00.90 102

Cobalt ug/l1.080.8 85-11580.00.10 101

Copper ug/l2.080.3 85-11580.00.50 100

Lead ug/l1.078.9 85-11580.00.20 99

Manganese ug/l1.087.7 85-11580.00.70 110

Molybdenum ug/l2.081.1 85-11580.00.20 101

Nickel ug/l2.079.6 85-11580.00.50 100

Selenium ug/l2.079.3 85-11580.00.50 99

Silver ug/l1.081.2 85-11580.00.10 101

Thallium ug/l1.079.2 85-11580.00.20 99

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 10 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2622  Extracted: 06/21/10 

LCS Analyzed: 06/24/2010-06/26/2010 (10F2622-BS1) 

Vanadium ug/l2.081.5 85-11580.00.80 102

Zinc ug/l2076.0 85-11580.02.5 95

Matrix Spike Analyzed: 06/24/2010-06/26/2010 (10F2622-MS1) Source: ITF1831-05

Uranium ug/l1.090.5 70-13080.0 5.330.20 107

Antimony ug/l2.086.5 70-13080.0 0.4160.30 108

Arsenic ug/l1.089.7 70-13080.0 8.180.90 102

Barium ug/l1.0135 70-13080.0 52.90.30 103

Beryllium ug/l0.5082.6 70-13080.0 ND0.10 103

Cadmium ug/l1.081.4 70-13080.0 ND0.10 102

Chromium ug/l2.082.8 70-13080.0 ND0.90 103

Cobalt ug/l1.082.1 70-13080.0 0.1100.10 103

Copper ug/l2.080.6 70-13080.0 1.570.50 99

Lead ug/l1.085.0 70-13080.0 0.2580.20 106

Manganese ug/l1.083.6 70-13080.0 ND0.70 104

Molybdenum ug/l2.091.4 70-13080.0 5.750.20 107

Nickel ug/l2.080.7 70-13080.0 ND0.50 101

Selenium ug/l2.082.6 70-13080.0 0.7440.50 102

Silver ug/l1.080.3 70-13080.0 ND0.10 100

Thallium ug/l1.083.8 70-13080.0 ND0.20 105

Vanadium ug/l2.095.5 70-13080.0 9.170.80 108

Zinc ug/l2076.6 70-13080.0 ND2.5 96

Matrix Spike Analyzed: 06/26/2010 (10F2622-MS2) Source: ITF1745-02

Uranium ug/l1.0135 70-13080.0 41.50.20 116

Antimony ug/l2.0116 70-13080.0 M17.160.30 136

Arsenic ug/l1.092.3 70-13080.0 7.310.90 106

Barium ug/l1.0378 70-13080.0 MHA2270.30 189

Beryllium ug/l0.5086.1 70-13080.0 ND0.10 108

Cadmium ug/l1.078.4 70-13080.0 0.1850.10 98

Chromium ug/l2.090.6 70-13080.0 10.30.90 100

Cobalt ug/l1.079.5 70-13080.0 1.050.10 98

Copper ug/l2.01140 70-13080.0 MHA8420.50 367

Lead ug/l1.070.5 70-13080.0 0.3520.20 88

Manganese ug/l1.0370 70-13080.0 MHA2350.70 169

Molybdenum ug/l2.0201 70-13080.0 M190.00.20 139

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 11 of 22>
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Project ID:

ITF1745
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BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2622  Extracted: 06/21/10 

Matrix Spike Analyzed: 06/26/2010 (10F2622-MS2) Source: ITF1745-02

Nickel ug/l2.081.1 70-13080.0 3.720.50 97

Selenium ug/l2.0129 70-13080.0 45.70.50 104

Silver ug/l1.074.3 70-13080.0 ND0.10 93

Thallium ug/l1.070.6 70-13080.0 ND0.20 88

Vanadium ug/l2.084.5 70-13080.0 1.520.80 104

Zinc ug/l20116 70-13080.0 28.32.5 109

Matrix Spike Dup Analyzed: 06/24/2010-06/26/2010 (10F2622-MSD1) Source: ITF1831-05

Uranium ug/l1.080.9 70-13080.0 5.330.20 94 11 20

Antimony ug/l2.082.5 70-13080.0 0.4160.30 103 5 20

Arsenic ug/l1.091.1 70-13080.0 8.180.90 104 2 20

Barium ug/l1.0130 70-13080.0 52.90.30 97 4 20

Beryllium ug/l0.5077.3 70-13080.0 ND0.10 97 7 20

Cadmium ug/l1.076.3 70-13080.0 ND0.10 95 6 20

Chromium ug/l2.083.8 70-13080.0 ND0.90 105 1 20

Cobalt ug/l1.077.6 70-13080.0 0.1100.10 97 6 20

Copper ug/l2.076.5 70-13080.0 1.570.50 94 5 20

Lead ug/l1.075.1 70-13080.0 0.2580.20 94 12 20

Manganese ug/l1.080.0 70-13080.0 ND0.70 100 4 20

Molybdenum ug/l2.085.5 70-13080.0 5.750.20 100 7 20

Nickel ug/l2.074.9 70-13080.0 ND0.50 94 7 20

Selenium ug/l2.077.9 70-13080.0 0.7440.50 96 6 20

Silver ug/l1.075.4 70-13080.0 ND0.10 94 6 20

Thallium ug/l1.073.8 70-13080.0 ND0.20 92 13 20

Vanadium ug/l2.089.9 70-13080.0 9.170.80 101 6 20

Zinc ug/l2075.1 70-13080.0 ND2.5 94 2 20

Matrix Spike Dup Analyzed: 06/24/2010-06/26/2010 (10F2622-MSD2) Source: ITF1745-02

Uranium ug/l1.0121 70-13080.0 41.50.20 100 10 20

Antimony ug/l2.095.7 70-13080.0 7.160.30 111 19 20

Arsenic ug/l1.096.6 70-13080.0 7.310.90 112 4 20

Barium ug/l1.0352 70-13080.0 MHA2270.30 157 7 20

Beryllium ug/l0.5071.4 70-13080.0 ND0.10 89 19 20

Cadmium ug/l1.075.2 70-13080.0 0.1850.10 94 4 20

Chromium ug/l2.088.3 70-13080.0 10.30.90 98 2 20

Cobalt ug/l1.075.9 70-13080.0 1.050.10 94 5 20

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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Attention:  Penny Bassett
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Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2622  Extracted: 06/21/10 

Matrix Spike Dup Analyzed: 06/24/2010-06/26/2010 (10F2622-MSD2) Source: ITF1745-02

Copper ug/l2.01070 70-13080.0 MHA8420.50 288 6 20

Lead ug/l1.066.2 70-13080.0 0.3520.20 82 6 20

Manganese ug/l1.0380 70-13080.0 MHA2350.70 182 3 20

Molybdenum ug/l2.0184 70-13080.0 90.00.20 118 9 20

Nickel ug/l2.076.8 70-13080.0 3.720.50 91 6 20

Selenium ug/l2.0130 70-13080.0 45.70.50 105 0.9 20

Silver ug/l1.070.5 70-13080.0 ND0.10 88 5 20

Thallium ug/l1.066.8 70-13080.0 ND0.20 83 6 20

Vanadium ug/l2.081.5 70-13080.0 1.520.80 100 4 20

Zinc ug/l20118 70-13080.0 28.32.5 112 2 20

Batch: 10F2644  Extracted: 06/21/10 

Blank Analyzed: 06/28/2010 (10F2644-BLK1) 

Aluminum mg/l0.050ND 0.040

Silica (as SiO2) mg/l0.11ND 0.028

Boron mg/l0.050ND 0.020

Calcium mg/l0.10ND 0.050

Iron mg/l0.040ND 0.015

Lithium mg/l0.050ND 0.030

Magnesium mg/l0.020ND 0.012

Phosphorus mg/l0.040ND 0.020

Potassium mg/l0.50ND 0.37

Sodium mg/l0.50ND 0.19

Strontium mg/l0.020ND 0.0050

Tin mg/l0.10ND 0.012

Titanium mg/l0.0050ND 0.0020

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 13 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2644  Extracted: 06/21/10 

LCS Analyzed: 06/28/2010-07/03/2010 (10F2644-BS1) 

Aluminum mg/l0.0500.511 85-1150.5000.040 102

Silica (as SiO2) mg/l0.115.26 85-1155.350.028 98

Boron mg/l0.0500.515 85-1150.5000.020 103

Calcium mg/l0.102.50 85-1152.500.050 100

Iron mg/l0.0400.514 85-1150.5000.015 103

Lithium mg/l0.0500.525 85-1150.5000.030 105

Magnesium mg/l0.0202.65 85-1152.500.012 106

Phosphorus mg/l0.0400.593 85-1150.500 L0.020 119

Potassium mg/l0.505.31 85-1155.000.37 106

Sodium mg/l0.504.92 85-1155.000.19 98

Strontium mg/l0.0200.485 85-1150.5000.0050 97

Tin mg/l0.100.647 85-1150.500 L0.012 129

Titanium mg/l0.00500.531 85-1150.5000.0020 106

Matrix Spike Analyzed: 06/28/2010 (10F2644-MS1) Source: ITF1745-01

Aluminum mg/l0.0500.516 70-1300.500 ND0.040 103

Silica (as SiO2) mg/l0.115.43 70-1305.35 0.05760.028 100

Boron mg/l0.0500.545 70-1300.500 ND0.020 109

Calcium mg/l0.102.60 70-1302.50 0.07900.050 101

Iron mg/l0.0400.602 70-1300.500 ND0.015 120

Lithium mg/l0.0500.532 70-1300.500 ND0.030 106

Magnesium mg/l0.0202.72 70-1302.50 ND0.012 109

Phosphorus mg/l0.0400.576 70-1300.500 ND0.020 115

Potassium mg/l0.505.41 70-1305.00 ND0.37 108

Sodium mg/l0.505.74 70-1305.00 0.5950.19 103

Strontium mg/l0.0200.499 70-1300.500 ND0.0050 100

Tin mg/l0.100.694 70-1300.500 M7ND0.012 139

Titanium mg/l0.00500.540 70-1300.500 ND0.0020 108

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 14 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2644  Extracted: 06/21/10 

Matrix Spike Analyzed: 06/28/2010 (10F2644-MS2) Source: ITF1688-01

Aluminum mg/l0.0500.518 70-1300.500 ND0.040 104

Silica (as SiO2) mg/l0.1122.0 70-1305.35 16.70.028 101

Boron mg/l0.0500.551 70-1300.500 ND0.020 110

Calcium mg/l0.109.14 70-1302.50 6.640.050 100

Iron mg/l0.0400.518 70-1300.500 ND0.015 104

Lithium mg/l0.0500.520 70-1300.500 ND0.030 104

Magnesium mg/l0.0203.06 70-1302.50 0.3730.012 107

Phosphorus mg/l0.0400.531 70-1300.500 ND0.020 106

Potassium mg/l0.506.56 70-1305.00 1.410.37 103

Sodium mg/l0.5039.8 70-1305.00 34.90.19 99

Strontium mg/l0.0200.646 70-1300.500 0.1530.0050 99

Tin mg/l0.100.481 70-1300.500 ND0.012 96

Titanium mg/l0.00500.491 70-1300.500 ND0.0020 98

Matrix Spike Dup Analyzed: 06/28/2010 (10F2644-MSD1) Source: ITF1745-01

Aluminum mg/l0.0500.514 70-1300.500 ND0.040 103 0.4 20

Silica (as SiO2) mg/l0.115.36 70-1305.35 0.05760.028 99 1 20

Boron mg/l0.0500.535 70-1300.500 ND0.020 107 2 20

Calcium mg/l0.102.55 70-1302.50 0.07900.050 99 2 20

Iron mg/l0.0400.520 70-1300.500 ND0.015 104 15 20

Lithium mg/l0.0500.529 70-1300.500 ND0.030 106 0.4 20

Magnesium mg/l0.0202.66 70-1302.50 ND0.012 106 2 20

Phosphorus mg/l0.0400.577 70-1300.500 ND0.020 115 0.2 20

Potassium mg/l0.505.48 70-1305.00 ND0.37 110 1 20

Sodium mg/l0.505.75 70-1305.00 0.5950.19 103 0.1 20

Strontium mg/l0.0200.498 70-1300.500 ND0.0050 100 0.2 20

Tin mg/l0.100.700 70-1300.500 M7ND0.012 140 0.9 20

Titanium mg/l0.00500.536 70-1300.500 ND0.0020 107 0.7 20

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 15 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F2652  Extracted: 06/21/10 

Blank Analyzed: 06/21/2010 (10F2652-BLK1) 

Mercury mg/l0.00020ND 0.00010

LCS Analyzed: 06/21/2010 (10F2652-BS1) 

Mercury mg/l0.000200.00811 85-1150.008000.00010 101

Matrix Spike Analyzed: 06/21/2010 (10F2652-MS1) Source: ITF1831-05

Mercury mg/l0.000200.00820 70-1300.00800 ND0.00010 103

Batch: 10F3656  Extracted: 06/29/10 

Blank Analyzed: 06/29/2010 (10F3656-BLK1) 

Antimony ug/l2.0ND 0.30

Arsenic ug/l1.0ND 0.90

Barium ug/l1.0ND 0.30

Beryllium ug/l0.50ND 0.10

Cadmium ug/l1.0ND 0.10

Chromium ug/l2.0ND 0.90

Cobalt ug/l1.0ND 0.10

Copper ug/l2.0ND 0.50

Lead ug/l1.0ND 0.20

Manganese ug/l1.0ND 0.70

Molybdenum ug/l2.0ND 0.20

Nickel ug/l2.0ND 0.50

Selenium ug/l2.0ND 0.50

Thallium ug/l1.0ND 0.20

Vanadium ug/l2.0ND 0.80

Zinc ug/l20ND 2.5

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 16 of 22>



17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F3656  Extracted: 06/29/10 

LCS Analyzed: 06/29/2010 (10F3656-BS1) 

Antimony ug/l2.079.8 85-11580.00.30 100

Arsenic ug/l1.079.9 85-11580.00.90 100

Barium ug/l1.076.7 85-11580.00.30 96

Beryllium ug/l0.5079.2 85-11580.00.10 99

Cadmium ug/l1.078.6 85-11580.00.10 98

Chromium ug/l2.081.5 85-11580.00.90 102

Cobalt ug/l1.080.9 85-11580.00.10 101

Copper ug/l2.077.2 85-11580.00.50 97

Lead ug/l1.085.6 85-11580.00.20 107

Manganese ug/l1.080.9 85-11580.00.70 101

Molybdenum ug/l2.082.5 85-11580.00.20 103

Nickel ug/l2.080.3 85-11580.00.50 100

Selenium ug/l2.078.2 85-11580.00.50 98

Thallium ug/l1.087.7 85-11580.00.20 110

Vanadium ug/l2.081.5 85-11580.00.80 102

Zinc ug/l2076.0 85-11580.02.5 95

Matrix Spike Analyzed: 06/29/2010 (10F3656-MS1) Source: ITF1831-05RE1

Antimony ug/l2.078.7 70-13080.0 0.4110.30 98

Arsenic ug/l1.092.1 70-13080.0 7.720.90 105

Barium ug/l1.0112 70-13080.0 44.10.30 85

Beryllium ug/l0.5094.4 70-13080.0 ND0.10 118

Cadmium ug/l1.076.7 70-13080.0 ND0.10 96

Chromium ug/l2.085.8 70-13080.0 0.9020.90 106

Cobalt ug/l1.081.4 70-13080.0 0.1060.10 102

Copper ug/l2.072.6 70-13080.0 ND0.50 91

Lead ug/l1.087.2 70-13080.0 ND0.20 109

Manganese ug/l1.083.7 70-13080.0 ND0.70 105

Molybdenum ug/l2.092.9 70-13080.0 5.580.20 109

Nickel ug/l2.078.6 70-13080.0 0.8740.50 97

Selenium ug/l2.081.4 70-13080.0 ND0.50 102

Thallium ug/l1.089.0 70-13080.0 ND0.20 111

Vanadium ug/l2.093.7 70-13080.0 9.700.80 105

Zinc ug/l2074.4 70-13080.0 ND2.5 93

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F3656  Extracted: 06/29/10 

Matrix Spike Analyzed: 06/29/2010-06/30/2010 (10F3656-MS2) Source: ITF1745-02RE1

Antimony ug/l2095.5 70-13080.0 14.03.0 102

Arsenic ug/l1083.7 70-13080.0 ND9.0 105

Barium ug/l10381 70-13080.0 MHA3423.0 49

Beryllium ug/l5.084.3 70-13080.0 ND1.0 105

Cadmium ug/l1081.0 70-13080.0 ND1.0 101

Chromium ug/l2094.3 70-13080.0 14.29.0 100

Cobalt ug/l1082.1 70-13080.0 2.251.0 100

Copper ug/l201190 70-13080.0 MHA13505.0 -195

Lead ug/l1077.6 70-13080.0 ND2.0 97

Manganese ug/l10412 70-13080.0 MHA3997.0 16

Molybdenum ug/l20201 70-13080.0 M21452.0 69

Nickel ug/l2085.1 70-13080.0 9.745.0 94

Selenium ug/l20141 70-13080.0 74.05.0 84

Thallium ug/l1082.8 70-13080.0 ND2.0 104

Vanadium ug/l2082.6 70-13080.0 ND8.0 103

Zinc ug/l20097.7 70-13080.0 M2, J59.125 48

Matrix Spike Dup Analyzed: 06/29/2010 (10F3656-MSD1) Source: ITF1831-05RE1

Antimony ug/l2.083.1 70-13080.0 0.4110.30 103 5 20

Arsenic ug/l1.092.0 70-13080.0 7.720.90 105 0.05 20

Barium ug/l1.0124 70-13080.0 44.10.30 100 10 20

Beryllium ug/l0.5091.1 70-13080.0 ND0.10 114 4 20

Cadmium ug/l1.080.3 70-13080.0 ND0.10 100 5 20

Chromium ug/l2.084.5 70-13080.0 0.9020.90 104 2 20

Cobalt ug/l1.081.1 70-13080.0 0.1060.10 101 0.5 20

Copper ug/l2.072.0 70-13080.0 ND0.50 90 0.9 20

Lead ug/l1.085.5 70-13080.0 ND0.20 107 2 20

Manganese ug/l1.082.9 70-13080.0 ND0.70 104 0.9 20

Molybdenum ug/l2.095.1 70-13080.0 5.580.20 112 2 20

Nickel ug/l2.078.2 70-13080.0 0.8740.50 97 0.5 20

Selenium ug/l2.082.7 70-13080.0 ND0.50 103 2 20

Thallium ug/l1.089.9 70-13080.0 ND0.20 112 1 20

Vanadium ug/l2.094.0 70-13080.0 9.700.80 105 0.3 20

Zinc ug/l2075.0 70-13080.0 ND2.5 94 0.8 20

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata
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17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10F3656  Extracted: 06/29/10 

Matrix Spike Dup Analyzed: 06/29/2010 (10F3656-MSD2) Source: ITF1745-02RE1

Antimony ug/l2093.7 70-13080.0 14.03.0 100 2 20

Arsenic ug/l1080.8 70-13080.0 ND9.0 101 3 20

Barium ug/l10378 70-13080.0 MHA3423.0 45 0.9 20

Beryllium ug/l5.094.3 70-13080.0 ND1.0 118 11 20

Cadmium ug/l1079.6 70-13080.0 ND1.0 100 2 20

Chromium ug/l2091.5 70-13080.0 14.29.0 97 3 20

Cobalt ug/l1080.8 70-13080.0 2.251.0 98 2 20

Copper ug/l201160 70-13080.0 MHA13505.0 -232 3 20

Lead ug/l1075.6 70-13080.0 ND2.0 94 3 20

Manganese ug/l10404 70-13080.0 MHA3997.0 6 2 20

Molybdenum ug/l20194 70-13080.0 M21452.0 61 3 20

Nickel ug/l2083.1 70-13080.0 9.745.0 92 2 20

Selenium ug/l20135 70-13080.0 74.05.0 76 4 20

Thallium ug/l1080.4 70-13080.0 ND2.0 101 3 20

Vanadium ug/l2077.7 70-13080.0 ND8.0 97 6 20

Zinc ug/l20092.4 70-13080.0 M2, J59.125 42 6 20

Batch: 10G0484  Extracted: 07/06/10 

Blank Analyzed: 07/07/2010 (10G0484-BLK1) 

Phosphorus mg/l0.040ND 0.020

Tin mg/l0.10ND 0.012

LCS Analyzed: 07/07/2010 (10G0484-BS1) 

Phosphorus mg/l0.0400.484 85-1150.5000.020 97

Tin mg/l0.100.489 85-1150.5000.012 98

Project Manager

TestAmerica Irvine

ITF1745

Patty Mata

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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17461 Derian Avenue. Suite 100,  Irvine, CA  92614 (949) 261-1022  Fax:(949) 260-3297

Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Result Limit

Reporting

Units Level

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

DISSOLVED METALS

 METHOD BLANK/QC DATA 

Data

QualifiersMDL

Batch: 10G0484  Extracted: 07/06/10 

Matrix Spike Analyzed: 07/07/2010 (10G0484-MS1) Source: ITF1745-04RE1

Phosphorus mg/l801050 70-1300.500 MHA110040 -9650

Tin mg/l200ND 70-1300.500 M2ND24

Matrix Spike Dup Analyzed: 07/07/2010 (10G0484-MSD1) Source: ITF1745-04RE1

Phosphorus mg/l801130 70-1300.500 MHA110040 6620 7 20

Tin mg/l200ND 70-1300.500 M2ND24 20

Project Manager
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ITF1745

Patty Mata
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Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

DATA QUALIFIERS AND DEFINITIONS

B Analyte was detected in the associated Method Blank.

B-1 Analyte was detected in the associated method blank.  Analyte concentration in the sample is greater than 10x the 

concentration found in the method blank.

C Calibration Verification recovery was above the method control limit for this analyte.  Analyte not detected, data not 

impacted.

J Estimated value.  Analyte detected at a level less than the Reporting Limit (RL) and greater than or equal to the 

Method Detection Limit (MDL). The user of this data should be aware that this data is of limited reliability.

L Laboratory Control Sample and/or Laboratory Control Sample Duplicate recovery was above the acceptance limits.  

Analyte not detected, data not impacted.

L1 Laboratory Control Sample and/or Laboratory Control Sample Duplicate recovery was above acceptance limits.

M1 The MS and/or MSD were above the acceptance limits due to sample matrix interference.  See Blank Spike (LCS).

M2 The MS and/or MSD were below the acceptance limits due to sample matrix interference.  See Blank Spike (LCS).

M7 The MS and/or MSD were above the acceptance limits.  See Blank Spike (LCS).

MHA Due to high levels of analyte in the sample, the MS/MSD calculation does not provide useful spike recovery 

information. See Blank Spike (LCS).

RL1 Reporting limit raised due to sample matrix effects.

Relative Percent DifferenceRPD

Analyte NOT DETECTED at or above the reporting limit or MDL, if MDL is specified.ND
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Brown and Caldwell - NV

3264 Goni Rd, Ste 153

Carson City, NV 89706

Attention:  Penny Bassett

Sampled:

Received:

06/15/10

06/18/10Report Number:

Project ID:

ITF1745

BP Yerington, NV, Transite Pipe Scale

BP Yerington, NV, 138553-002

Certification Summary

Method Matrix Nelac Nevada

TestAmerica Irvine

XWater XEPA 200.7-Diss

XWater XEPA 200.8-Diss

XWater XEPA 245.1-Diss

Nevada and NELAP provide analyte specific accreditations.  Analyte specific information for TestAmerica may be obtained by contacting 

the laboratory or visiting our website at www.testamericainc.com
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